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and equipment used for facility envi-
ronmental control shall be of appro-
priate design and adequate capacity to 
function according to the protocol and 
shall be suitably located for operation, 
inspection, cleaning, and maintenance. 

[52 FR 33780, Sept. 4, 1987] 

§ 58.63 Maintenance and calibration of 
equipment. 

(a) Equipment shall be adequately in-
spected, cleaned, and maintained. 
Equipment used for the generation, 
measurement, or assessment of data 
shall be adequately tested, calibrated 
and/or standardized. 

(b) The written standard operating 
procedures required under § 58.81(b)(11) 
shall set forth in sufficient detail the 
methods, materials, and schedules to 
be used in the routine inspection, 
cleaning, maintenance, testing, cali-
bration, and/or standardization of 
equipment, and shall specify, when ap-
propriate, remedial action to be taken 
in the event of failure or malfunction 
of equipment. The written standard op-
erating procedures shall designate the 
person responsible for the performance 
of each operation. 

(c) Written records shall be main-
tained of all inspection, maintenance, 
testing, calibrating and/or standard-
izing operations. These records, con-
taining the date of the operation, shall 
describe whether the maintenance op-
erations were routine and followed the 
written standard operating procedures. 
Written records shall be kept of non-
routine repairs performed on equip-
ment as a result of failure and mal-
function. Such records shall document 
the nature of the defect, how and when 
the defect was discovered, and any re-
medial action taken in response to the 
defect. 

[43 FR 60013, Dec. 22, 1978, as amended at 52 
FR 33780, Sept. 4, 1987; 67 FR 9585, Mar. 4, 
2002] 

Subpart E—Testing Facilities 
Operation 

§ 58.81 Standard operating procedures. 
(a) A testing facility shall have 

standard operating procedures in writ-
ing setting forth nonclinical laboratory 
study methods that management is 

satisfied are adequate to insure the 
quality and integrity of the data gen-
erated in the course of a study. All de-
viations in a study from standard oper-
ating procedures shall be authorized by 
the study director and shall be docu-
mented in the raw data. Significant 
changes in established standard oper-
ating procedures shall be properly au-
thorized in writing by management. 

(b) Standard operating procedures 
shall be established for, but not limited 
to, the following: 

(1) Animal room preparation. 
(2) Animal care. 
(3) Receipt, identification, storage, 

handling, mixing, and method of sam-
pling of the test and control articles. 

(4) Test system observations. 
(5) Laboratory tests. 
(6) Handling of animals found mori-

bund or dead during study. 
(7) Necropsy of animals or post-

mortem examination of animals. 
(8) Collection and identification of 

specimens. 
(9) Histopathology. 
(10) Data handling, storage, and re-

trieval. 
(11) Maintenance and calibration of 

equipment. 
(12) Transfer, proper placement, and 

identification of animals. 
(c) Each laboratory area shall have 

immediately available laboratory 
manuals and standard operating proce-
dures relative to the laboratory proce-
dures being performed. Published lit-
erature may be used as a supplement to 
standard operating procedures. 

(d) A historical file of standard oper-
ating procedures, and all revisions 
thereof, including the dates of such re-
visions, shall be maintained. 

[43 FR 60013, Dec. 22, 1978, as amended at 52 
FR 33780, Sept. 4, 1987] 

§ 58.83 Reagents and solutions. 
All reagents and solutions in the lab-

oratory areas shall be labeled to indi-
cate identity, titer or concentration, 
storage requirements, and expiration 
date. Deteriorated or outdated re-
agents and solutions shall not be used. 

§ 58.90 Animal care. 
(a) There shall be standard operating 

procedures for the housing, feeding, 
handling, and care of animals. 

VerDate Mar<15>2010 15:11 May 11, 2011 Jkt 223065 PO 00000 Frm 00324 Fmt 8010 Sfmt 8010 Q:\21\21V1.TXT ofr150 PsN: PC150


		Superintendent of Documents
	2014-08-21T08:24:47-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




